Radially-resolved energy and density distributions of the energetic confined alpha particles in D-T experiments on TFTR are being measured by active neutral particle analysis using low-Z impurity pellet injection. When injected into a high temperature plasma, an impurity pellet (e.g. Lithium or Boron) rapidly ablates forming an elongated cloud which is aligned with the magnetic field and moves with the pellet.
Introduction
The effective operation of a D-T fusion reactor requires that the alpha particles generated in D-T fusion reactions be well confined to allow deposition of most of the alpha energy in the plasma before they are lost. Several diagnostics designed to measure confined alphas in large tokamaks recently began operation in tokamak experiments; namely, charge exchange spectroscopy 1 , microwave scattering 2 , and energetic neutral particle analysis with the use of low-Z impurity pellets 3,4 . The last method, which we call Pellet Charge Exchange (PCX), was developed in a collaboration between General Atomics, the A. F. Ioffe Physical-Technical Institute and the Princeton Plasma Physics Laboratory and is now operated routinely on TFTR during D-T experiments.
PCX diagnostic results have been reported on measurements of RF-driven energetic 3-helium 5 , hydrogen 6 and tritium 7 minority ion tails, the energy distribution of fast confined alpha particles and tritons [8] [9] , and the influence of magnetic field ripple and sawtooth oscillations on the behavior of the alpha energy spectra and radial density distributions 10-12 .
In the PCX diagnostic on TFTR, low-Z impurity pellets are injected along a midplane major radius. Upon entering the plasma, the pellet forms a toroidally elongated ablation cloud, as illustrated in Fig. 1 
Description of the Pellet Charge Exchange (PCX) Apparatus
The escaping energetic neutrals are mass and energy analyzed using a GEMMA-2 high energy E||B Neutral Particle Analyzer (NPA) that was designed, manufactured and calibrated by the Ioffe Institute 14 with the use of a cyclotron accelerator. Operation of the NPA is based on ionization of the atoms by stripping in a thin carbon foil and analysis of the secondary ions in magnetic and electric fields.
After stripping in the foil, the secondary ions are deflected in the magnetic field of the NPA magnet by 90 o and form a parallel fan-like ion beam with momentum dispersion.
This beam passes through the electrostatic condenser with deflects ions from the midplane of the instrument in accordance with their Z/E. The ions are then detected by eight scintillation detectors.
A schematic of the Pellet Charge Exchange (PCX) diagnostic on TFTR is given in Fig. 2 The analyzer has eight energy channels, each provided with a scintillator comprised of an ~ 5µ thick layer of ZnS(Ag) which is deposited on 3 cm diameter by 1 mm thick glass substrate and coated with a 0.05µ Al layer for light reflection. When installed on the eight 2.8 cm diameter vacuum windows welded into the detector flange, the scintillators are masked down to provide an effective detection area of 1.0 cm in the mass dispersion direction and 2.0 cm in the energy direction. The ions enter the scintillator at an angle of 20 o from the plane of the scintillator so that the effective thickness of the scintillator matches the range of the incident alphas. The scintillator light emission is measured by Hamamatsu H31 67-01 phototubes operated with biases ranging from 0.8 -1.6 kV. In the PCX setup, the phototube/amplifier electronics are operated primarily in the current mode with a selectable bandwidth up to 5 MHz.
Under low signal level conditions, the electronics can effectively be operated in the pulse counting mode as well. Single pulses from the ZnS(Ag) scintillator have a pulse width of ~10 µs.
A block diagram of electronic instrumentation for device control and data acquisition is shown in Fig. 3 . The PCX diagnostic is controlled through CICADA, the Central Instrumentation Control and Data Acquisition system for TFTR.
In addition to the neutral particle detectors, the PCX is also equipped to monitor the neutron and gamma-ray induced background at the instrument as well as light emission from the pellet ablation cloud. For neutron and gamma-ray monitoring, a in order to suppress pickup on the phototubes of light from the pellet ablation cloud.
Data taken with the analyzer deflection fields turned off confirm that the light pickup is negligible.
The Impurity Pellet Injector (IPI) that was used in conjunction with the PCX diagnostic was built by MIT and is capable of injecting Li, B and C pellets using either hydrogen or helium as the gas propellant. A schematic of the PCX field-of-view relative to the IPI pellet trajectory is shown in Fig. 4 Neutron and gamma-ray induced background is very serious problem for many diagnostics in D-T experiments. Although the scintillator detectors are relatively insensitive to neutrons and gammas, for D-T operations on TFTR it was necessary to install radiation shielding around the NPA. This radiation shield consists of four inches of lead inside six inches of borated polyethylene, as illustrated in Fig. 5 . In order to determine the effectiveness of the shield, a detector assembly identical to the NPA detectors was mounted immediately outside the shield and the ratio of the neutroninduced signals between the outside and inside detectors was measured. As seen in Fig. 6 , the shielding factor for a D-D discharge which is dominated by 2.5 MeV For a D-D plasma, the measured shielding factor is ~ 500. Thus, the measured shielding factor for neutron and gamma background radiation is taken to be ~ 100 for D-T plasmas and ~ 500 for D-D plasmas.
Calibration of the PCX Diagnostic
The NPA was calibrated at the Ioffe Institute with a cyclotron accelerator which produces beams of protons and helium ions that were converted into neutral beams of hydrogen and helium atoms having known absolute intensity and energy in the energy range of 0.2 -4 MeV. The NPA parameters that were determined during this calibration process are described below. Magnetic field calibration of the Neutral Particle Analyzer.
Basic NPA Operating Specifications.

Energy calibration
The relationship between the magnetic field, B(T), and analyzing voltage, U c (kV), for detection of a given ion species is expressed in terms the energy of the highest channel, E 8 , by 
Energy range
The analyzer is capable of measuring alphas with energies up to 3.7 MeV. The ratio of the energy detected in the nth channel, E n , to the highest energy channel, E 8 , is shown in Table I . The ratio of the maximum-to-minimum energy measured by the NPA for any magnetic field setting is E 8 /E 1 = 3.76.
Energy resolution, ∆E n /E n
The energy resolution, ∆E n /E n , varies from 11.3% to 5.8% as shown in Table I for channels n = 1 -8 where ∆E n and E n are the energy width and average energy, respectively, of the nth channel. It follows from Eq. (2) that the energy resolution varies as ∆E n /E n ∝ E -1/2 . The values of the detection effeciency for helium neutrals, η He , constructed from individual channel data versus the energy of alphas for the range 0.3 -3.7 MeV are shown in Fig. 9 . Due to scattering in the stripping foil, limited transparency of the supporting mesh and defocusing effect of the edge magnetic field, measured NPA alpha particle detection efficiency as a function of alpha energy.
This efficiency accounts for neutral ionization in the stripping foil and ion optics in the analyzer magnetic and electric fields. D-D reactions is almost two orders of magnitude less than the alpha density so contamination of the alpha particle measurements by tritons is not a problem. In fact, mass resolution for alpha particle measurements is required only because of the 
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The average pulse height normalized to the energy of H + ions for each of the eight NPA channels discussed above was used to generate the relative normalization factors for the NPA channels as listed in Table II . It is clear that the variation in channel sensitivity has to be taken into account in deducing the energy spectra of the particles measured by the NPA. The normalization procedure described above also provides information on the absolute amplitude of single pulses of the detected particles, which allows the number of particles detected by the NPA channels in current (analog) mode to be estimated.
The neutron flux produced in D-D and D-T discharges generates a background signal in the NPA detectors. While this background is undesirable, it can be exploited to measure the gain characteristics of the phototubes for the various NPA channels. The above procedure for checking the NPA channels using H + and neutron signals was repeated periodically to monitor the accuracy of the NPA calibration data.
Neutron and Gamma-ray Induced Background
The radiation background is produced mainly by Compton electrons generated by gamma-ray interactions in the scintillator, the window glass and phototube as well as by energetic protons and alphas born in (n, p) and (n, α) reactions in the scintillator and nearby materials. Calculation of the D-T neutron flux, Φ n , at the location of the NPA detectors in the absence of radiation shielding shows that Φ n ~ 10 -8 S N cm -2 s -1 where S N is total neutron yield. With the radiation shield installed, the neutron flux at the scintillator is given by Φ n * = 10 -8 S N η where η is the shield attenuation. Using the measured attenuation of η = 1/100 for D-T plasmas, we get Φ n * = 1.0 x 10 8 cm -2 s -1 for a typical D-T shot (S N = 10 18 s -1 ). In Fig. 11 , radiation induced background signals heating. This timing delay leads to deeper penetration of the pellet into the plasma as well as to enhancement of the signal-to-noise ratio because the radiation background decays at least by a factor of 10 at this time. Under these conditions, single alphaparticle pulses can be detected by the PCX diagnostic even for high fusion power D-T shots (S N = 2 -3 x 10 18 s -1 ).
Neutralization Effects in Pellet Ablation Clouds
The In general, the neutralization process can be a complicated function of not only the ablation cloud parameters but particle orbit effects as well. Interpretation of the PCX measurements is straight forward only if the line integral cloud density is sufficiently high so that the charge changing reactions are independent of the density and attain an equilibrium fraction, but not so high that scattering and energy losses in the cloud need to be considered. Initially, the interaction of alphas with the pellet cloud was examined using an analytical single pass equilibrium fraction model.
Recently, a more detailed Monte Carlo numerical analysis 13 which examined the effects of cloud shape, ion density and charge state composition as well multiple passes through the cloud due to the finite alpha Larmor orbit concluded that:
• For the estimated ablation cloud densities ranging from 5 x 10 15 cm -3 to 1 x 10 17 cm -3 in TFTR, the alpha particles reach an equilibrium fraction in the target cloud.
• Scattering and energy loss were unimportant for alpha energies above ~ 0.5
MeV.
• Inclusion of multiple passes of the alpha particles through the ablation cloud due to their finite Larmor orbit has a negligible affect the energy dependence of the alpha spectrum for energies above ~ 1 MeV, but does cause a modest reduction in the alpha flux to the analyzer.
• The mixture of ionization states of lithium in the ablation cloud affects the signal level for the PCX diagnostic, but does not significantly affect the energy The key to a successful PCX measurement is good pellet penetration. We empirically observe a degradation in pellet penetration at higher plasma electron temperature, as shown in Fig. 17 . In this figure, the electron temperature and the associated electron density for the same discharge are core values measured at pellet injection time, which was 100 ms after termination of neutral beam injection.
Several schemes were implemented to enhance the pellet penetration. One of the most effective methods is to increase the pellet velocity by replacing the helium Another method for improving pellet penetration is to use two "stacked" pellets:
i.e. firing two pellets with a short time delay between the first and second pellets.
While the first pellet penetrates poorly, it lowers the plasma temperature to allow the second pellet to penetrate farther. The stacked behavior was verified experimentally in an RF-only heated discharge (# 73741, R = 2.62 m, a = 0.96 m) with double Li pellet injection (τ sep ~ 20 ms) where the two pellets were injected at the end of a 4.3 MW RF pulse. A CCD camera located at the bottom of the vessel was used to produce a snapshot of the ablation clouds for this case, as illustrated in Fig. 18 . The first pellet penetrated ~ 65 cm to r/a ~ 0.68 and was slightly deflected out of the NPA sightline, but it opened a path for the second pellet which was not deflected and penetrated an additional 30 cm to the plasma core. As illustrated by the 3 He ++ measurements shown in Fig. 19 , the PCX signals in this discharge are much stronger for the second pellet compared with the first. The stacked pellet scenario works very well in RF discharges 6 and in post-NBI discharges 10 . Fig. 19 Illustration of the enhanced PCX 3 He ++ signal for the second pellet using "stacked" lithium pellet injection (same TFTR discharge as in Fig. 18 ).
A concern with stacked pellets is that the first pellet might perturb the measurement by the second pellet. Hence, the time delay between successive pellets, τ sep , must be kept short compared to the time scale, τ sl , for slowing down of Evidence corroborating this behavior is provided by the example in Fig. 20 , which shows that the alpha density profiles obtained from the first and second pellets largely coincide to within the error bars of the data points.
PCX Operation and Data Analysis
In this section, a brief description of the data analysis procedure and the numerical codes used to model the PCX measurements is presented, followed by data sets which illustrate the operation of the diagnostic.
The alpha energy distribution in the plasma in the direction of observation, dn α /dE (a.u.), is derived from the measured PCX signals, Γ n (volts), using the following expression: Table I ), E n = energy of the n th NPA channel, and ζ n = relative normalization of the NPA channels (see Table II ). Shown in the upper panel of Fig. 24 are the measured alpha energy spectra in the plasma core for the sawtooth free case and at R maj = 2.9 m for the sawtoothing case showing that the energy spectrum steepens after the crash. Shown in the lower panel are the alpha density radial profiles for an alpha energy of 1.21 MeV plotted as a function of the plasma major radius for both the sawtooth free and sawtoothing discharges. It is clear that large sawteeth cause broadening of the alpha density profile to well outside of the q = 1 radius. The radial redistribution is bounded by the panels, the discrete points correspond to the various energy channels of the NPA while the curves correspond to the FPPT calculations. The error bars shown reflect the statistical errors due to the counting statistics and the radial resolution of the PCX system. Note that the normalization of the PCX and modeling data was made only once for the sawtooth free energy spectrum and then used in the other cases. The data for the sawtooth free case were derived from the second of two stacked pellets For the deeply trapped alpha particles which the PCX diagnostic measures, large sawteeth produce a strong depletion of the alpha core density and a significant broadening of the density profile well beyond the q = 1 surface. The magnitude of this mixing is observed to decrease with increasing alpha energy.
while the data for sawtoothing case correspond to the first pellet.
To summarize the results in Figs. 23 and 24, we conclude that in the TFTR plasma core under sawtooth free conditions, trapped alpha particles are well confined and slow down classically. In more radially outboard plasma regions, the trapped alphas begin to be affected by stochastic ripple diffusion. Post neutral beam injection sawtooth oscillations in TFTR effectively transport fast trapped alphas radially outwards with the extent bounded by the stochastic ripple loss region. This transport can lead to enhanced first orbit and ripple losses of trapped fast alphas, which potentially could damage the first wall of high fusion power tokamaks including ITER.
Future Work
As described in this paper, the Pellet Charge Exchange diagnostic on TFTR has been used primarily to obtain active charge exchange measurements in conjunction with impurity pellet injection with the detector system operated in the current mode.
While passive measurements in the pulse counting mode have also been obtained, operation in this mode is very restrictive with pulse counting rates limited to less than 1 0 kHz in the absence of any significant neutron and gamma induced background 
